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Abstract
Background: Filtering facepiece (FFP) respirators must provide an adequate faceseal to
protect healthcare workers from harmful particles. A qualitative fit-test using bitter-tasting
aerosols the commonest way to determine if an FFP mask is safe enough for clinical use.
This taste-test is subjective and can be biased by placebo. We propose a cheap and
quantitative modification of the taste-test, by measuring the amount of fluorescein staining
filter paper behind the FFP mask after a fit-test protocol, using digital image analysis.
Methods: Medical grade fluorescein was added to bitter-tasting denatonium benzoate
solution and Aerosolised during a mask fit-testing protocol. Scientific filter paper was placed
on the inner surface of the mask. Participants were asked if they could taste the solution to
determine their qualitative ‘pass’ or ‘fail’ result. Filter paper photographs were analysed after
the test to quantify total fluorescence (TF). TF levels in the taste-test ‘pass’ and ‘fail’ groups
were compared.
Results: Fifty-six healthcare professionals completed the fluorescein mask fit-test protocol.
32 (57%) ‘passed’ the qualitative (taste) test and the remainder ‘failed’. There was a
significant difference in TF between the groups based on their qualitative results (p <0.001).
A cut-off of TF = 5.0 x 106 fluorescence units was determined by analysing the precision
(78%) and recall (84%) of the fluorescein test. Applying this cut-off resulted in 5 out of 56
participants (9%) being reclassified from ‘pass’ to ‘fail’ by the fluorescein test. 7 out of 56
(12%) participants were reclassified from ‘fail’ to ‘pass’.
Conclusions: Fluorescein is detectable and sensitive to identify faceseal leaks in FFP masks.
The fluorescein fit-test is discriminating in its ability to divide people into ‘pass’ and ‘fail’
groups similarly to the taste-test. The adaptations are low-cost and could be incorporated in
the point-of-care setting. After further validation the fluorescein test could increase safety
for staff by reducing the number of false ‘pass’ by the taste-test. It could also reassure
people who have ‘failed’ the taste-test that they have low levels of fluorescein leak, enabling
them to return to clinical practice safely.
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Background

Filtering facepiece (FFP) masks are a key item of personal protective equipment (PPE) to
reduce transmission of infectious pathogens via aerosols and small droplets (1–3). In light of
the SARS CoV-2 global coronavirus pandemic (COVID-19), extensive guidelines have been
published recommending the use of FFP masks by healthcare workers (4–7). Many public
health bodies mandate healthcare workers to wear an FFP mask - that they have been fittested to use - when undertaking aerosol generating procedures (AGP) or working in areas
where these are occurring public (5,8–10).

FFP3 (equivalent to N99 in the USA) masks offer the highest grade of filtration and filter at
least 99% of airborne particles, with an inward leak of approximately 2% (11,12). For
healthcare professionals to benefit fully from this degree of filtration, any leaks in the mask’s
seal around the wearer’s face must be avoided. Leaks could risk transmission of virus
particles carried in aerosols and droplets by bypassing the mask’s intrinsic filtration system.
Before a mask can be deemed to be safe for use in clinical practice by an individual, a fit-test
is undertaken (8,9). Two types of fit-test are available (13):

(i)

Qualitative fit-test (taste-test): A strong-tasting bitter or sweet solution is
Aerosolised using handheld pumps near the face of the user whilst they are
wearing the mask. The user undertakes a protocolised set of movements. If they
perceive the taste, the test is terminated and said mask is deemed unsuitable for
their use (‘fail’). If they complete the protocol without perceiving an abnormal
taste, the mask is deemed to be safe for their use (‘pass’).

(ii)

Quantitative fit-test: Specialist equipment is used by trained practitioners to
determine the effectiveness of the faceseal using particle counting.

The taste-test is cheap (under 250 USD)(14), does not require much training to conduct
and is used in almost all centres in the UK. However, it is a subjective test which relies on
participants to accurately identify and report an abnormal taste. It can be challenging for
participants to be sure that their perceptions are not spurious. Taste can be significantly
altered by confounders such as recent food and drink ingestion and environmental smells.

Furthermore, natural variations in individual sensitivities to smell and taste can contribute to
false positives and false negatives. Data from our centre (under peer review) suggest that a
significant placebo effect exists, with 23% of participants reporting ‘bitter’ or ‘sweet’ taste
during fit-tests when only Aerosolised water was used (15).

Quantitative fit-tests offer a measurable alternative to the qualitative tests. Obviating the
reliance on taste reporting, they use particle counting to determine the effectiveness of the
faceseal (13). They must be conducted by trained testers, and are much more expensive
than the taste-test, costing in excess of 5000 USD (excluding training)(16). They are
believed to be more accurate and have a low ‘pass’ rate compared to the taste-test (17,18).
The quantitative test makes a hole in the mask to enable particle counting on both sides.
The item must be discarded after the test, which greatly reduces this test’s applicability in
resource-strained situations as was seen during the COVID-19 pandemic (4,19,20).

Medical fluorescein is used extensively in clinical practice, most commonly in ophthalmic
angiography (21,22). It has been shown to be safe for human inhalation in diagnostic tests
(23). Fluorescent sprays and aerosols have previously been used to demonstrate which
areas of face masks are likely to contain maximum virus particles (24) and determine the
site of faceseal leaks (25,26). Measuring fluorescent staining of filter paper has been used to
evaluate aerosol contamination distance during dental procedures (27). In this study we
propose a novel fit-test method by applying simple and well-established image analysis
techniques to detect the amount of fluorescent staining on filter paper behind FFP masks
after a testing protocol using Aerosolised fluorescein. The main objectives of this study are
to determine (i) whether fluorescein is detectable in this context and (ii) whether this
method is sufficiently discriminating to be used for fit-testing of healthcare workers.

Methods

Healthcare professionals treating COVID-19 patients were invited to participate in an FFP
mask fit-test (28). An industry-standard qualitative mask fit-test protocol (taste-test)
commonly used in the UK NHS (29) was modified by the addition of 2ml of 20% fluorescein
added to 3ml of 0.2% denatonium benzoate (F-JAS Ltd., Flint, UK) in a bespoke fit-testing

solution. The resulting concentration of fluorescein was lower than the concentration that
has previously been shown to be safe for inhalation by humans (23).

Two FFP3 masks (3M 1863, 3M, Bracknell, UK; 3M Medline NON24510V, Medline
Industries Inc., Warrington, UK) were tested. The choice of mask was determined by stock
availability in the clinical areas in which the tests were being conducted.

Fluorescein fit-test
1. Participant positioning – Each participant was seated in a clean clinical area. A testing
hood was placed over their head, initially without them wearing the FFP mask.
2. Establish taste sensitivity - a low concentration (0.02%) of denatonium benzoate (to
which fluorescein was not added) was sprayed (using handheld atomizers) through a
small hole in the hood, near the participant’s mouth and nose until they could taste it.
This determined the number of testing solution sprays they receive during the test.
3. Neutralise mouth – the participant rinsed out their mouth with drinking water.
4. Prepare filter paper and mask – The participant opened the mask and turned the inside
surface to face upwards. A single sheet of (70mm diameter) general purpose grade
laboratory filter paper (King Scientific, Huddersfield, UK) was placed inside the FFP mask
using tongs by the tester, near the participant's mouth and nose (Figure 1, A).
5. Mask donning – the participant put on the mask, without touching or changing the
orientation of the filter paper. The filter paper was not visible from the outside. The
hood was replaced over the participant’s head (Figure 1, B).
6. Fluorescein spraying – the solution of fluorescein and 0.2% denatonium benzoate was
sprayed through a hole in the hood, near the participant’s face and nose. The number of
sprays was determined by their sensitivity. A standard protocol was followed (normal
breathing, deep breathing, head turning, head nodding, talking, bending, normal
breathing), with each stage lasting one minute (29).
7. Mask doffing - At the end of the test, the hood was removed and the participant
removes the mask without touching the filter paper. The filter paper was collected by
the tester using sterile tongs and placed in a labelled specimen bag (Figure 1, Panel C).

If the participant completed the test without tasting the solution, they were deemed to
‘pass’ the taste-test. If they detected the taste at any stage, they were deemed to ‘fail’ the

taste-test, but the full protocol was completed to standardise fluorescein exposure between
participants. All participants were exposed to 7 minutes of Aerosolised fluorescein and
denatonium benzoate.

Filter paper photography and fluorescence analysis
1. Filter paper preparation – two sprays with a pure water atomizer were used to rehumidify the filter papers (Figure 1, C)
2. Photography environment – To create fluorescein excitation, filter papers were
photographed under a LED bulb lamp. The emitted light was white with a 475nm short
pass filter (Edmund Optics Ltd., York, UK). Light was received using a long pass filter at
approximately 500nm (Hoya F3 yellow lens filter, Hoya Vision Care Company, Bangkok,
Thailand) (Figure 1, D).
3. Camera settings - A Canon EOS 700D camera with 18-55mm lens (Canon Inc., Tokyo,
Japan) was used for photography. The camera settings were ISO: 1600; shutter speed:
0.25 seconds; aperture: F=8.0; white balance: ‘halogen’.
4. Fluorescence quantification - The photograph was split into the red/green/blue (RGB)
stack and the green channel selected using the Fiji distribution of ImageJ (30). The
technique described by Hammond (31) was adapted to calculate total fluorescence (TF)
(Figure 1, D).

Statistical analyses
Median TF was calculated for the ‘pass’ and ‘fail’ groups based on participants’ taste-test
result (Figure 1, E). The difference between median TF between the two groups was
evaluated using the Mann Whitney U test due to their distributions being non-parametric.
The precision and recall of the fluorescein test in comparison to the taste-test was
calculated for a range of possible TF thresholds. Maximising both (with a preference for
recall) was used to determine a TF cut-off for the fluorescein test.

Figure 1

Results

Fifty-six healthcare professionals underwent the fluorescein fit-test at our hospital in
London, UK. Of these 32 (57%) ‘passed’ the taste-test (i.e. they completed the protocol
without tasting the solution) and 24 (43%) ‘failed’ the taste-test (i.e. they experienced an
abnormal perception of taste at some point during the taste protocol). There were
comparable baseline characteristics between the taste ‘pass’ and ‘fail’ groups (Table 1).
In the ungrouped analysis, the median TF of the entire cohort was 3.7 x 106 fluorescence
units (IQR = 8.0 x 106 fluorescence units). When participants were stratified by the
outcome of their taste-test, there was a significant difference in TF between the ‘pass’ and
‘fail’ groups (median TF ‘pass’ group 2.6 x 106 (IQR = 2.9) fluorescence units vs. median TF
in ‘fail’ group 9.0 x 106 (IQR = 12.6) fluorescence units) (p<0.001). (Figure 2)

Analysis of different TF thresholds on the precision and recall of the fluorescein test in
comparison to the taste-test determined a TF of 5.0 x 106 fluorescence units as the optimal
cut-off value to separate the ‘pass’ and ‘fail’ groups for this dataset (precision = 78%; recall =
84%) (Figure 3). Applying this value as the result threshold of the fluorescein test resulted
in 12 (21%) of participants’ taste-test results being overturned (5 out of 56 (9%) ‘pass’
changed to ‘fail’; 7 out of 56 (12%) ‘fail’ changed to ‘pass’).
Table 1

Number of participants
Mean age
% Female
Role
Doctor
Nurse
Allied health professional
FFP3 mask type
3M 1863
Medline cone mask
Sensitivity to denatonium benzoate
Normal
Low
Minimal

All

Taste-test ‘pass’

Taste-test ‘fail’

56
36.3
58.9

32
37
59.4

24
35.5
58.3

21 (37.5%)
23 (41.1%)
12 (21.4%)

16 (50.0%)
12 (37.5%)
4 (12.5%)

9 (37.5%)
10 (41.7%)
5 (20.8%)

36 (64.3%)
20 (35.7%)

21 (65.6%)
11 (34.4%)

15 (62.5%)
9 (37.5%)

51 (91.2%)
4 (7.1%)
1 (1.7%)

28 (87.5%)
3 (9.4%)
1 (3.1%)

23 (95.8%)
1 (4.2%)
0

‘Fail’ vs ‘Pass’ p < 0.001

All
Figure 2

Figure 3

Taste-test ‘fail’

Taste-test ‘pass’

Discussion

In this study we introduce a novel, quantitative fluorescein mask fit-test to determine
whether FFP respirators adequately fit healthcare workers before their use in clinical
practice. This method is an adaptation of the qualitative taste-test using cheap and readily
available materials such as medical fluorescein and scientific filter paper. This study achieved
its two main objectives by demonstrating that (i) fluorescein is detectable in this context and
(ii) the test is sufficiently discriminating to classify users into distinct groups.

Compared to the taste-test, the fluorescein test required no additional time to conduct, and
no side effects were experienced by any participants. The fluorescein test is conducted at
approximately one tenth of the cost of the alternative quantitative test, and without the
need for specialist trained staff or destruction of the mask during testing – a key resourcemanagement benefit in the context of a global viral pandemic.

We have demonstrated that this test can separate users into ‘pass’ and ‘fail’ categories
similarly to the existing taste-test (p<0.001): people who could readily taste the bitter
aerosols had a high TF and vice versa. Analysing these results from another point of view,
they also validate the existing taste-test, which performs reasonably well at classifying users
(19/24 participants who were classified as ‘pass’ by the qualitative test truly did have low TF
(less than 5.0 x 106 fluorescence units)).

The main benefit of the fluorescein test is that it provides a numerical output, TF. This
mitigates the greatest source of bias in the taste-test: reliance on the user’s subjective
perception of taste. It cannot be biased by placebo, which has been observed in almost a
quarter of the taste-tests in our experience (15). TF has many positive implications including
the comparison of different masks’ performance for an individual, quantifying the severity of
the leak caused by ill-fitting masks and measuring the effect of finer mask adjustments to
overcome leaks. These attributes demonstrate the test’s valuable ability to flex with
unexpected changes in the PPE supply chain and clinical staff redeployment, as seen in the
primary surge of the COVID-19 pandemic (4,19,20).

A key utility of a quantifiable metric of mask-leakage such as TF is the ability to use cut-offs
to threshold the test result. This can enable the reclassification of users who may have been

misclassified by the taste-test. In this study, a the precision and recall of the fluorescein test
in comparison to the taste-test was calculated for different TF threshold values. A TF cut-off
of 5.0 x 106 fluorescence units is suggested for this dataset because it achieves good
precision (78%) and recall (84%). Due to the clinical implications of a higher false positive
rate, recall was prioritised over precision when considering the cut-off value. Although
further validation with a large sample size is required to determine a robust cut-off, adopting
this as a threshold for the fluorescein test would result in 9% of participants who had
previously been classed as ‘pass’ by the taste-test now being classed as ‘fail’. This is a group
of people who were sure that they did not taste the bitter aerosols during the full 7 minutes
of the protocol, yet the filter papers behind their mask were substantially stained with
fluorescein. Given that the background environmental fluorescence is negligible, the most
likely explanation is that the fluorescein entered through a leak in their masks’ faceseals.
Ordinarily this group of healthcare workers would have commenced or continued clinical
practice wearing that mask, including participation in risky aerosol generating procedures
without the benefit of this information, falsely reassured by their results in the taste-test.

Healthcare professionals are disproportionately affected by COVID-19 (32). The
implications of reclassifying this group may have considerable impact on their safety and
wellbeing by enabling their exclusion from high-risk areas, and the identification of more
suitable FFP respirators (33). Unlike the taste-test, the fluorescein test provides this crucial
information that has as yet been unavailable to healthcare workers and their managers.
The TF distribution of participants who ‘failed’ the taste-test (i.e. they reported tasting the
bitter aerosols) has a very wide range. On one end of the spectrum, 38% recorded very
high TF levels in excess of 15 x 106 fluorescence units. This group of people not only tasted
the solution, but also truly had substantial leaks in the faceseal resulting in filter paper
staining. This demonstrates that both the taste-test and fluorescein test were effective in
identifying this group. On the other end of the spectrum, 29% had low levels of TF (<5.0 x
106 fluorescence units), despite being certain that they tasted the solution. This can only be
explained by either a placebo effect or a heightened sensitivity to tasting denatonium
benzoate. Data from our experiments indicate that a placebo effect occurred in 23% of
taste-tests. This group (12% of our entire cohort) could be presented with the results of
their fluorescein fit-test and reassured that they actually had low levels of faceseal leak. This

could enable a substantial proportion of the healthcare workforce to return to patientfacing roles if they were shielded or reduce the need for wearing uncomfortable and
expensive respirators. In both cases there would be a positive impact on public health,
workforce productivity and human resource management (34).
Limitations

Although this study can be viewed as proof of concept of a novel and important adaptation
to improve the existing FFP mask fit-test, this study has a number of limitations to which
future research should be directed. First, the quantitative fit-test was not used as the goldstandard comparator in this study. This was due to its limited availability and high cost
during the peak of the COVID-19 pandemic. Furthermore, testing masks with this method
would have resulted in their subsequent wastage, which was inappropriate in the context of
PPE stock shortages during the pandemic. We recommend that the fluorescein test be
validated in comparison to the quantitative test to benchmark its performance, and to
determine the ideal TF cut-off value.

Second, we tested two commonly used FFP3 masks by two manufacturers. This was based
on stock levels and availability in clinical areas when the tests were being conducted.
Although the two masks used have different shapes, their coverage is by no means
exhaustive. We recommend future research to validate our testing method on a wider
range of masks representative of the entire marketplace.

Third, although we have demonstrated that the presence of fluorescein relates to the
presence and amount of leak, in this study we have not determined (at an individual level)
where the leak is likely to be occurring. In clinical practice, this would be a very helpful piece
of information, enabling users to identify the likely site of the mask ill-fitment and the
important opportunity to overcome the leak for example by adjustment of tightening straps
on the mask or moulding of the wire nasal bridge (35). This could prevent unnecessary
escalation to larger and more expensive respirators due to false fit-test failures. We
recommend future studies to incorporate a measure of leak location in their protocol, such
as marking the filter paper to correspond with facial anatomical landmarks. Commonly
identified leak sites could guide future mask development.

Fourth, in this study the photography and image analysis of the filter papers were done
spatially and temporally removed from the fit-testing encounter. This was to identify the
ideal photography environment through iterative experimentation. Now that the
photographic parameters have been identified in this study, further validation is required to
ensure these can recreated with a range of devices to enable point-of-care photography.
The image analysis could also be rapidly conducted on a portable computer or smart device.
We aim to develop this environment as a point-of-care product and invite further validation.
Conclusions

This study shows that Aerosolised fluorescein is detectable on filter-paper placed behind
FFP masks when added to the existing qualitative fit-test protocol (the taste-test).
Fluorescent staining is sensitive in this context and can be quantified to produce a metric of
leakage, TF. The fluorescein test has a similar discriminatory ability to the existing taste-test,
and is much cheaper than the quantitative test.
We advocate using fluorescein in mask fit-testing to provide increased safety for ‘false
passes’ in the taste-test (9% in our cohort). After further validation, ‘false fails’ in the tastetest may be reassured that this is most likely due to a placebo rather than substantial
fluorescein leakage (12% in our cohort). This could enable them to safely return to clinical
practice.

List of abbreviations (in order of use)
FFP – filtering facepiece
TF – total fluorescence
PPE – personal protective equipment
AGP – aerosol generating procedure
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Figure and Table Legends (in order of appearance in manuscript)
Figure 1: Study protocol and stages of the fluorescein fit-test. Total fluorescence (TF)
measured in 106 fluorescence units. Due to each of the taste-test ‘fail’ and ‘pass’ groups
having even numbers of participants, the TF of the sample filter papers shown in stage ‘E.
Taste-test Results’ is not exactly 9.2 and 2.6 respectively. The filter papers shown are those
with a TF value closest to the group’s medians. The TF of the displayed filter papers are
10.2 and 2.6 x106 units respectively.
Table 1: Baseline characteristics of participants (including stratified by the result of the tastetest). Sensitivity to denatonium benzoate was defined by the number of puffs of 0.02%
denatonium benzoate required for participants to perceive its taste without wearing a mask
[1-10 puffs = normal sensitivity; 11-20 puffs = low sensitivity; >20 puffs = minimal
sensitivity].
Figure 2: Box and whisker plots of total fluorescence (TF; measured in 106 fluorescence
units) of (i) all participants, (ii) participants who ‘failed’ the taste-test and (iii) participants
who ‘passed’ the taste-test.
Figure 3: Precision and recall of the fluorescein test in comparison to the taste-test for
different TF threshold (cut-off) values. The suggested threshold (5.0 x 106 fluorescence
units) was selected because at this value both precision (78%) and recall (84%) are high, with
a preference for maximising recall due to the clinical implications of false positive tests.

Figures

Figure 1
Study protocol and stages of the uorescein t-test. Total uorescence (TF) measured in 10^6
uorescence units. Due to each of the taste-test ‘fail’ and ‘pass’ groups having even numbers of
participants, the TF of the sample lter papers shown in stage ‘E. Taste-test Results’ is not exactly 9.2 and
2.6 respectively. The lter papers shown are those with a TF value closest to the group’s medians. The TF
of the displayed lter papers are 10.2 and 2.6 x10^6 units respectively.

Figure 2
Box and whisker plots of total uorescence (TF; measured in 10^6 uorescence units) of (i) all
participants, (ii) participants who ‘failed’ the taste-test and (iii) participants who ‘passed’ the taste-test.

Figure 3
Precision and recall of the uorescein test in comparison to the taste-test for different TF threshold (cutoff) values. The suggested threshold (5.0 x 10^6 uorescence units) was selected because at this value
both precision (78%) and recall (84%) are high, with a preference for maximising recall due to the clinical
implications of false positive tests.

